The use of ultrasonic tools in revision arthroplasty procedures.
Cemented and uncemented prostheses removed from bone using ultrasonic tools were evaluated grossly, microscopically, and microradiographically. The findings in this study indicate that application of an ultrasonic tool to the intramedullary canal is a safe method for removal of a variety of components. In addition, when the energy is coupled directly to the metallic component, it can be separated from the cement-bone or prosthesis-bone interface instantly.